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Appendix C 
 

HAZARD MANAGEMENT ð SAFE OPERATING PROCEDURE (SOP) 
 

Only to be completed where required as a control measure under a Risk Assessment 
 

  

 

NAME OF THE TASK/ACTIVITY SKYSCAN 1072 X-RAY MICRO-CT DATE: 19/02/2020 

LOCATION ADELAIDE MICROSCOPY, HELEN MAYO NORTH, NB38A Insert photo 

(Optional) RISK ASSESSMENT (RA) NAME Skyscan 1072 X-ray microCT 
 

Residual risk rating on the RA  ☒ Low             ☐ Medium          ☐ High         ☐  Very High 
Hazards identified on the RA  
 

Contact with electricity or potential for electric shock 
Exposure to ionising radiation 

PERSONAL PROTECTIVE EQUIPMENT  

 
Eye protection:  ☒ Safety glasses    ᵟ Eye shields    ᵟ Safety goggles    

ᵟ Other:   

 
Hand protection:  ☐ Rubber        ᵟ Cut resistant          ᵟ Leather        ᵟ Vinyl         ᵟ Neoprene        ᵟ Nitrile         ᵟ Barrier creams 

ᵟ Other:   

 
☒ Enclosed footwear:    ᵟ

http://chemistry.about.com/od/healthsafety/ig/Laboratory-Safety-Signs/Protective-Footwear-Sign.htm
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