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SAFETY INFORMATION 
 
 
 

NAME OF THE TASK/ACTIVITY NIKON ECLIPSE LV100 POL PETROGRAPHIC 
MICROSCOPE 

DATE: 12/02/2020 

LOCATION ADELAIDE MICROSCOPY, ISOTOPE LABORATORY, 
HELEN MAYO NORTH, NB43 

Insert photo 

(Optional) Residual risk rating on the RA  �� 
Hazards identified on the RA  
 

Contact with electricity or potential for electric shock 

This Safety information should be provided to new users for them to read before undertaking and tasks/activities on the microscope. 
Pre-operational checks 
 
YOU MUST NOT USE THIS MACHINE UNTIL YOU HAVE HAD APPROPRIATE TRAINING BY TRAINED ADELAIDE 
MICROSOCPY STAFF. Unauthorised use may result in damage to the instrument.  
 
Operational checks/steps to complete the activity from start to finish (including transport and waste disposal where relevant) 
 
The Nikon Eclipse LV100 POL microscope is an optical microscope with two LED light sources present to illuminate 
specimens. 

�x The only user operable parts on the Nikon microscope are the specimen stage with focus knobs, objective lens 
rotator, aperture system, and the computer system (mouse and keyboard). 

�x There is no risk involved in the operation of any of these parts.  However, there is potential for electric shock if a 


